DIAGNOSING INFECTION LEVELS OF FOUR HUMAN MALARIA PARASITE SPECIES BY A POLYMERASE CHAIN REACTION/LIGASE DETECTION REACTION FLUORESCENT MICROSPHERE-BASED ASSAY

DAVID T. McNAMARA, LAURIN J. KASEHAGEN, BRIAN T. GRIMBERG, JENNIFER COLE-TOBIAN, WILLIAM E. COLLINS, AND PETER A. ZIMMERMAN*

Abstract. Improving strategies for diagnosing infection by the four human Plasmodium species parasites is important as field-based epidemiologic and clinical studies focused on malaria become more ambitious. Expectations for malaria diagnostic assays include rapid processing with minimal expertise, very high specificity and sensitivity, and quantitative evaluation of parasitemia to be delivered at a very low cost. Toward fulfilling many of these expectations, we have developed a post–polymerase chain reaction (PCR)/ligase detection reaction–fluorescent microsphere assay (LDR-FMA). This assay, which uses Luminex® FlexMAP™ microspheres, provides simultaneous, semi-quantitative detection of infection by all four human malaria parasite species at a sensitivity and specificity equal to other PCR-based assays. In blinded studies using P. falciparum-infected blood from in vitro cultures, we identified infected and uninfected samples with 100% concordance. Additionally, in analyses of P. falciparum in vitro cultures and P. vivax-infected monkeys, comparisons between parasitemia and LDR-FMA signal intensity showed very strong positive correlations (r > 0.95). Application of this multiplex Plasmodium species LDR-FMA diagnostic assay will increase the speed, accuracy, and reliability of diagnosing human Plasmodium species infections in epidemiologic studies of complex malaria-endemic settings.

INTRODUCTION

Controlling malaria infection in endemic regions has been an important goal of the World Health Organization since it was founded in 1948.1 Confidence in attaining and surpassing this goal flourished in the 1950s when chloroquine and DDT showed promise of eradicating malaria by killing plasmodia and anopheline species, respectively.2 However, widespread resistance to these agents in parasite and vector populations has complicated malaria control.2 A recent estimate suggests that approximately 2 billion people are exposed to malaria and more than 500 million clinical cases of Plasmodium falciparum occur annually.3

In the context of these current challenges, significant efforts are underway to develop malaria vaccines,4 introduce new strategies to maximize the impact of a limited arsenal of approved, effective and affordable antimalarial drugs,5 and develop more effective mosquito control efforts that reduce transmission of malaria parasites.5–8 In addition to these new approaches for limiting replication and spread of malaria parasites, advancing technology continues to improve the efficiency of diagnosing infection by the four human malaria parasite species.9–11 These improved diagnostic strategies will be important in clinical trials of new antimalarial drugs and in vaccine development where estimating post-treatment parasitemia by highly sensitive and specific techniques is necessary for patient safety, reducing diagnostic error, and improving the estimation of drug/vaccine efficacy.12,13 Moreover, it is important to overcome inconsistencies in malaria diagnosis commonly observed with blood smear microscopy, as Ohrt and others have shown how relatively low levels of false positive errors can contribute to substantial underestimation of protective efficacy of drugs in clinical trials.12 In particular, this has resulted in a substantial effort to improve training and expertise in malaria microscopy (Ohrt C, unpublished data).

Our earlier studies have applied14 and advanced9–15 previously developed polymerase chain reaction (PCR)–based approaches16,17 for diagnosing infection by malaria parasites. Most recently, we have shown how sequence-specific ligase chain reaction techniques9 may be used to perform multiplex assays to simplify diagnosis of P. falciparum, P. vivax, P. malariae, and P. ovale. Here we introduce implementation of oligonucleotide probes bound covalently to microspheres designed to emit unique classification fluorescence to this diagnostic strategy. This modification of our multiplex malaria diagnostic assay simplifies 96-well plate processing. Furthermore, in evaluating the semi-quantitative capacity of this method, we find that this assay is capable of performing simultaneous comparisons of blood-stage parasite levels for all four human malaria parasite species in mixing experiments and in detection of parasites from in vitro cultures and infected animals.

MATERIALS AND METHODS

Plasmodium falciparum culture. The P. falciparum laboratory strain Mun01 (kindly provided by Alfred Cortes, Papua New Guinea Institute of Medical Research, Mill Hill, London) was propagated in vitro in human red blood cells (RBCs) (blood type O+) following standard malaria parasite culturing techniques.18 Briefly, the culture medium (RPMI 1640 medium, 25 mM HEPES, 0.25% sodium bicarbonate) was supplemented with 0.5% Albumax II, 2.2 mM L-glutamine, 0.08 mg/mL of gentamicin, and 0.2 mM hypoxantine. Parasites were grown at 37°C in an atmosphere of 5% CO2, 1% O2, and 94% N2 to a density of 2% (mixed developmental stage infection) at a 5% hematocrit before harvesting by centrifugation at 1,200 rpm for five minutes. All serial dilutions were performed using leukocyte-depleted whole blood washed three times with equal volumes of RPMI 1640 medium. Thin blood smears were fixed with 100% methanol for 30 seconds, stained with 4% Giemsa for 30 minutes, and examined by microscopy with an oil-immersion objective (100×). Parasitemia was based on the number of infected RBCs (IRBCs)/(infected plus uninfected RBCs [n = 1,000]).
**Plasmodium vivax infections.** Monkeys (Aotus nancymai) were infected by intravenous inoculation of parasitized RBCs. Beginning one day after inoculation of *P. vivax*-IRBCs, thick and thin blood films were made by the method of Earle and Perez,11 stained with Giemsa, and examined microscopically. Parasites were recorded per microliter of blood. Blood samples (0.2 mL) from 11 infected monkeys harboring infections with *P. vivax* (Salvador I, Chesson, and Thai 3 strains) were obtained by venipuncture. Blood samples were collected in K+ EDTA-coated Vacutainer® (Becton Dickinson, Franklin Lakes, NJ) tubes and shipped from the Centers for Disease Control and Prevention (CDC) (Atlanta, GA) to Case Western Reserve University (Cleveland, OH) where DNA extraction and ligation reaction–fluorescent microsphere assay (LDR-FMA)–based diagnosis was conducted. Monkeys did not receive anti-malarial drugs during this study. Protocols for infecting monkeys with malaria parasites were reviewed and approved by the CDC Institutional Animal Care and Use Committee according to Public Health Service Policy.

**Extraction of DNA.** DNA was extracted from malaria-infected human (parasite cultures) and non-human primate (whole blood) samples (200 μL) using the QIAamp DNA blood mini kit (Qiagen, Valencia, CA). Parasitemias of blood samples harboring individual *Plasmodium* species infections were 5.0 × 10⁴ IRBCs/μL for *P. falciparum*, 4.4 × 10⁴ IRBCs/μL for *P. vivax*, 1.5 × 10⁴ IRBCs/μL for *P. malariae*, and 3.6 × 10⁴ IRBCs/μL for *P. ovale*. DNA concentrations for plasmodial DNA were determined by analyzing dilutions of genomic DNA representing *P. falciparum* (Salvador I, Chesson, and Thai 3 strains) were obtained by venipuncture. Blood samples were collected in K+ EDTA-coated Vacutainer® (Becton Dickinson, Franklin Lakes, NJ) tubes and shipped from the Centers for Disease Control and Prevention (CDC) (Atlanta, GA) to Case Western Reserve University (Cleveland, OH) where DNA extraction and ligation reaction–fluorescent microsphere assay (LDR-FMA)–based diagnosis was conducted. Monkeys did not receive anti-malarial drugs during this study. Protocols for infecting monkeys with malaria parasites were reviewed and approved by the CDC Institutional Animal Care and Use Committee according to Public Health Service Policy.

**Polymerase chain reaction amplification.** Amplification of the ssu rRNA gene fragment (491–500 basepairs) was conducted in PCR mixtures previously described.9,15 The optimal PCR cycle number for detecting semi-quantitative differences in *Plasmodium* species template concentration was determined by analyzing dilutions of genomic DNA representing each of the four human *Plasmodium* parasite species. The PCR products were subjected to electrophoresis on 2% agarose gels, stained with SYBR® Gold (Molecular Probes, Eugene, OR), and were visualized on a Storm 860 using ImageQuant, 5.2 software (Molecular Dynamics, Sunnyvale, CA).

**Plasmodium species-specific post-PCR multiplex LDR.** The LDR analysis used to identify *P. falciparum*, *P. vivax*, *P. malariae*, and *P. ovale* ampiclons specifically was designed as follows. The LDR probes consisted of five species-specific probes and two fluorescently labeled conserved sequence probes (Table 1). Each species-specific primer was modified at the 5’ end by addition of unique 24-base FlexMAP™ TAG (Luminex Corporation, Austin, TX) sequences to allow subsequent hybridization with FlexMAP™ anti-TAG probes coupled to microspheres that emit unique fluorescent signals. Conserved sequence primers were 5’ phosphorylated and 3’ biotinylated by the supplier (Integrated DNA Technologies, Coralville, IA). The LDRs were conducted in a solution (15 μL) containing 20 mM Tris-HCl buffer, pH 7.6, 25 mM potassium acetate, 10 mM magnesium acetate, 1 mM NAD+, 10 mM dithiothreitol, 0.1% Triton X-100, 10 mM (200 fmol) of each LDR probe, 1 μL of each PCR product, and 2 units of Taq DNA ligase (New England Biolabs, Beverly, MA). Reactions were initially heated at 95°C for one minute, followed by 32 thermal cycles at 95°C for 15 seconds (denaturation) and 58.0°C for 2 minutes (annealing/ligation).

**Labeling and detection of LDR products.** The multiplex LDR product (5 μL) was added to 60 μL of hybridization solution (3 M tetramethylammonium chloride [TMAC], 50 mM Tris-HCl, pH 8.0, 3 mM EDTA, pH 8.0, 0.10% sodium dodecyl sulfate) containing 250 beads from each Luminex® FlexMAP™ microsphere set (total number of sets = 5). Optimization of microsphere concentrations to detect LDR products was performed as described recently by Bruse and others (unpublished data). Mixtures were heated to 95°C for 90 seconds and incubated at 37°C for 40 minutes to allow hybridization between species-specific LDR products and bead-labeled anti-TAG probes. After hybridization, 6 μL of streptavidin-R-phycocerythrin (Molecular Probes) in TMAC hybridization solution (20 ng/μL) was added to the post-LDR mixture and incubated at 37°C for 40 minutes in Costar®6511M polycarbonate 96-well V-bottom plates (Corning Inc., Corning, NY). Detection of species-specific LDR: bead-labeled anti-TAG hybrid complexes was performed using a Bio-Plex array reader (Bio-Rad Laboratories, Hercules, CA); the plate temperature was set to 37°C throughout detection. This instrumentation was optimized to excite red/infra-red

| Table 1 Small subunit ribosomal DNA ligation reaction primer sequences for differentiation of human malaria parasite species* |
|---|---|
| **Species-specific** | **Primer sequence** | **FlexMAP™ microsphere** |
| Primers† | | |
| Pf1 | 5’-ctatatctatatactatactTGT AGC ATT TCT TAG GGA ATG TTG ATT TTA TAT-3’ | 78 |
| Pf2 | 5’-tacctttcttttttttAAA AGT CAT CTT TCG AGG TGA CTT-3’ | 12 |
| Pv | 5’-ctctttctttctttctttttAAAA ATA AGA ATT TTC TCT TCG GAG TTT ATT C-3’ | 37 |
| Pn | 5’-tacctttctttttcttttttAAG AGA CAT CTT TAT ATA TGA GTG TTT CTT-3’ | 30 |
| Po | 5’-ctctttcttttttttttttttttAAG AGA CAT CTT TAT ATA TGA GTG TTT CTT-3’ | 30 |
| Conserved‡ | | |
| Common1 | 5’/Phos/TAG AAT TGC TTC TCT CAG TAC CTG ATG-3’ Biotin | 14 |
| Common2 | 5’/Phos/TTA GAT WGC TTC TCT CAG TRC CTG ATG-3’ Biotin | |
For each (microsphere 78), 91.4 ± 24.9 for *P. malariae* and 89.9 ± 25.2 for *P. vivax* (values are an average of 25 individuals). Second, for each set of assays where the composition of species-specific templates added to the PCR was known, fluorescent signals corresponding to species templates not added to the PCR were viewed as apparent negatives. Mean ± SD fluorescent signals for the four individual microsphere sets were 102.8 ± 25.3 for *P. falciparum* (microsphere 78), 91.4 ± 24.9 for *P. vivax* (microsphere 37), 89.9 ± 25.2 for *P. malariae* (microsphere 30), and 81.3 ± 26.5 for *P. ovale* (microsphere 14) (values are an average of 11 individual assays). Conservatively, these results suggested that reporter fluorescent signals greater than 200 identified samples that were positive for individual parasite species corresponding to each unique classification microsphere set.

**Plasmodium vivax**-specific semi-quantitative real-time PCR. For real-time PCR assays, we used the *P. vivax*-specific primers, probe, and amplification methods recently described by Perandin and others.21 The specificity of this assay was tested by including genomic DNA samples from *P. falciparum* (eight different strains), *P. malariae*, and *P. ovale* as negative controls; three different *P. vivax* strains (Sal I, Cheson, and Thai 3) produced positive real-time PCR results. Real-time PCR analyses were performed with one 10-minute incubation at 95°C, followed by 40 two-step cycles (95°C for 15 seconds and 60°C for 60 seconds) using a GeneAmp 5700 Sequence Detection System (Applied Biosystems, Foster City, CA).

Statistical analyses evaluating the semi-quantitative correlation between parasitemia, species-specific fluorescence signal detection, and real-time PCR detection. All correlation statistics, regression analyses (linear fit), and graphing were performed in GraphPad PRISM version 4.0 (GraphPad Software, Inc., San Diego, CA).

RESULTS

Specificity of the *Plasmodium* species post-PCR/LDR-FMA. We have modified a recently introduced PCR-LDR diagnostic assay for *P. falciparum*, *P. vivax*, *P. malariae*, and *P. ovale* as shown in Figure 1. After genus-specific PCR amplification, products are added to a multiplex LDR (Step 1) where species-specific upstream primers ligate to conserved sequence primers when appropriate target sequences are available in the reaction. The 5′ end of the LDR products receive classification labeling in a second multiplex (Step 2) reaction where hybridization occurs between four anti-TAG oligonucleotide probes bound to fluorescent microspheres and TAG sequences added to the species-specific primers. After this hybridization, reaction products are incubated (Step 3) in a solution containing streptavidin-R-phycoerythrin (SA-PE) to allow reporter labeling through binding to the 3′-biotin (B) on the conserved sequence primers. Detection of doubly labeled ligand products occurs through dual fluorescence flow cytometry in the Bio-Plex array reader and leads to collection of a reporter signal in unique species-specific bins.

In the specificity experiments, PCR products were amplified from plasmids containing ssu rRNA genes from the four human *Plasmodium* species. After multiplex LDR and anti-TAG hybridization reactions, we detected only the target sequences added as templates in four single, six double, four triple, and one quadruple species PCRs as reported previously (Figure 2 in McNamara and others9). It is important to acknowledge that peak reporter signals observed for each species-specific probe complex varied depending upon TAG-anti-TAG probe combinations used; maximum fluorescent signals were approximately 4,000 for *P. falciparum* (microsphere set 12), 23,000 for *P. vivax* (microsphere set 37), 17,000 for *P. malariae* (microsphere set 30), and 15,000 for *P. ovale* (microsphere set 14). Alternative *P. falciparum*-specific detection using the GenBank M19172 target sequence and FlexMAP™ microsphere set 78 resulted in maximum signals of 13,000 when *P. falciparum* genomic DNA was used as the PCR template. Therefore, for all remaining experiments, *P. falciparum* results will be expressed in the context of microsphere set 78.

Multiplex detection sensitivity of *Plasmodium* species sequences. In preliminary experiments to evaluate the species-specific semi-quantitative sensitivity of our LDR-FMA system, we analyzed serial three-fold dilutions of genomic DNA extracted from blood samples representing infection by each human *Plasmodium* parasite species; starting parasitemias for individual species ranged from 300 to 50,000 IRBCs/μL. For these experiments, 27 PCR cycles were performed. Results in Figure 2 show that fluorescent signal detected for probe sets decreased in a stepwise fashion across the dilution series for each individual species. Although the relationship between parasitemia and fluorescent signals detected for each species-specific probe set varied, the linear range of fluorescence included the limit of detection for blood smear microscopy (40 IRBCs/μL). The lower limit of detection for our assay after 27 cycles of PCR was estimated to be between 0.3 and 10 IRBCs/μL. Data in Figure 2 suggest that our assay was capable of providing a semi-quantitative estimate of parasitemia between 0.3 and 1,000 IRBCs/μL. In this range, highly positive correlations between fluorescent signals and parasitemia were observed (r = 0.95–0.98, P = 0.003–0.0005, R² = 0.91–0.96). Parasitemias analyzed in Figure 2 are commonly associated with clinical malaria parasitemias between 100 and 10,000 IRBCs/μL.22
Because we observed variation in LDR-FMA signal intensities between assays, it was important to include the dilution series shown in Figure 2 in all diagnostic assays. Furthermore, to maximize the space available on 96-well plates, we combined these species-specific dilutions into seven wells; one additional well per plate was dedicated to a no DNA control. In this configuration, up to 88 research samples may be evaluated for infection complexity on each 96-well plate. To test whether combining the dilution controls might confound species-specific detection, we organized samples in wells 1–7 so that template concentrations for \textit{P. falciparum} and \textit{P. malariae} decreased, while template concentrations for \textit{P. vivax} and \textit{P. ovale} increased. The last sample in each dilution series was a no DNA control for each species. The data in Table 2

**Figure 1.** Post–polymerase chain reaction (PCR) ligase detection reaction–fluorescent microsphere assay (LDR-FMA) for diagnosis of human \textit{Plasmodium} parasite species. A, Components of the \textit{Plasmodium} species LDR-FMA. Species-specific TAG sequence-labeled primers (F = \textit{P. falciparum}; V = \textit{P. vivax}; M = \textit{P. malariae}; and O = \textit{P. ovale}) carry unique 5' sequence extensions. These primers anneal to species-specific DNA sequence polymorphisms in the small subunit ribosomal RNA gene target. Conserved sequence primers are 5' phosphorylated (P) and 3' biotinylated. B, These primers anneal to a DNA sequence conserved among the human malaria parasite species. Species-specific anti-TAG probes hybridize to the unique 5' TAG of the species-specific primers; probes are coupled to uniquely fluorescing microspheres represented by attached filled circles (Black = \textit{P. falciparum}; white = \textit{P. vivax}; diagonal stripe = \textit{P. malariae}; horizontal stripe = \textit{P. ovale}). The orientation of species-specific and conserved sequence primers during ligase detection reactions is shown. Thermstable DNA ligase ligates (star) these primers when exact sequence hybridization occurs between the upstream and downstream primers. C, Hybridization of species-specific anti-TAG probes to LDR products and labeling of the 5' end of these molecules with the fluorescent classification microsphere. D, Incubation of LDR products in buffer containing streptavidin-R-phycoerythrin (SA:PE) labels the 3' end of these molecules with reporter fluorescence.
are averages of 12 individual experiments and show that fluorescent signals detected across these combined controls were similar to those observed for each of the individual species-specific dilutions. High concentrations of one species did not cause false-positive detection of that species in negative controls of other species. We did not observe that high concentrations of one species consistently inhibited detection of minority species.

Semi-quantitative evaluation of in vitro and in vivo parasitemia. Given that fluorescent signals detected across dilution series for each human malaria parasite species were observed to be positively correlated with the concentration of DNA template added to the PCRs, we compared the semi-quantitative fluorescent signals detected by the LDR-FMA and parasitemia evaluated by blood smear microscopy. The investigator performing LDR-FMA and real-time PCR diagnostic assays was blinded from the blood smear parasitemia data in all of these experiments.

We first performed our analyses on in vitro cultures of P. falciparum. Parasitemia of the starting culture was judged by microscopic evaluation of thin smears to be \(5 \times 10^4\) IRBCs/µL. A series of infected blood samples were then generated by diluting the starting culture using leukocyte-depleted whole blood. With this group of samples we included blood samples to which no parasite culture was added. We then performed LDR-FMA as described in the semi-quantitative species-specific and species-mixing experiments described above. Results in Table 3 show that the P. falciparum-specific fluorescent signals decreased as the parasitized culture was diluted; fluorescent signals were consistently higher for specific parasitemias than that shown in Table 2. Results in Table 3 also show that the fluorescent signal for the blood sample to

---

**Figure 2.** Semi-quantitative detection of *Plasmodium* species small subunit (ssu) ribosomal RNA (rRNA) polymerase chain reaction products by ligase detection reaction–fluorescent microsphere assay (LDR-FMA). Each experiment was performed on genomic DNA extracted from non-human primate blood samples individually infected with A, *P. falciparum* (5.0 × 10^4 infected red blood cells [IRBCs]/µL), B, *P. vivax* (4.4 × 10^4 IRBCs/µL), C, *P. malariae* (1.5 × 10^4 IRBCs/µL), and D, *P. ovale* (3.6 × 10^2 IRBCs/µL). Three-fold serial dilutions were performed on these genomic DNA samples to represent parasitemias ranging between approximately 1,000 and 0.1 IRBCs/µL. Individual semi-quantitative detection assays were performed following PCR amplification (27 cycles) of single-species ssu rRNA template sequences. Each detection experiment was performed using multiplex LDR and FlexMAP™ anti-TAG probe hybridization master mixes. For these experiments, the Bio-Plex array reader was set to assay 75 microsphere plus phycoerythrin fluorescence (molecules doubly labeled with classification and reporter fluorescence); *P. falciparum* microsphere set 78, *P. vivax* microsphere set 37, *P. malariae* microsphere set 30, and *P. ovale* microsphere set 14. Highly significant linear fit between mean fluorescent intensity (MFI) (log_{10} transformed) and the number of IRBCs/µL (log_{10} transformed) were observed for each individual *Plasmodium* species experiment; \(R^2 = 0.91–0.96\).
Correlation of *Plasmodium* species parasitemia with semi-quantitative ligation direction reaction–fluorescent microsphere assay fluorescence in combined dilution series controls

<table>
<thead>
<tr>
<th>Tube</th>
<th>MFI†</th>
<th>IRBCs/μL</th>
<th>Tube</th>
<th>MFI</th>
<th>IRBCs/μL</th>
<th>Tube</th>
<th>MFI</th>
<th>IRBCs/μL</th>
<th>Tube</th>
<th>MFI</th>
<th>IRBCs/μL</th>
</tr>
</thead>
<tbody>
<tr>
<td>1</td>
<td>14,487.0</td>
<td>7,667</td>
<td>1</td>
<td>92.7</td>
<td>(−)</td>
<td>1</td>
<td>8,634.7</td>
<td>5,000</td>
<td>1</td>
<td>83.5</td>
<td>(−)</td>
</tr>
<tr>
<td>2</td>
<td>11,983.9</td>
<td>2,556</td>
<td>2</td>
<td>116.7</td>
<td>60</td>
<td>2</td>
<td>7,358.5</td>
<td>1,667</td>
<td>2</td>
<td>104.6</td>
<td>1.5</td>
</tr>
<tr>
<td>3</td>
<td>10,145.9</td>
<td>852</td>
<td>3</td>
<td>380.8</td>
<td>181</td>
<td>3</td>
<td>5,694.8</td>
<td>556</td>
<td>3</td>
<td>107.8</td>
<td>4</td>
</tr>
<tr>
<td>4</td>
<td>5,834.7</td>
<td>284</td>
<td>4</td>
<td>2,171.0</td>
<td>543</td>
<td>4</td>
<td>3,600.7</td>
<td>185</td>
<td>4</td>
<td>129.6</td>
<td>13</td>
</tr>
<tr>
<td>5</td>
<td>2,418.0</td>
<td>95</td>
<td>5</td>
<td>9,959.8</td>
<td>1,630</td>
<td>5</td>
<td>1,686.1</td>
<td>62</td>
<td>5</td>
<td>330.8</td>
<td>40</td>
</tr>
<tr>
<td>6</td>
<td>669.9</td>
<td>32</td>
<td>6</td>
<td>20,811.6</td>
<td>4,889</td>
<td>6</td>
<td>491.9</td>
<td>21</td>
<td>6</td>
<td>622.0</td>
<td>120</td>
</tr>
<tr>
<td>7</td>
<td>166.8</td>
<td>(−)</td>
<td>7</td>
<td>23,373.3</td>
<td>14,667</td>
<td>7</td>
<td>104.6</td>
<td>(−)</td>
<td>7</td>
<td>828.5</td>
<td>360</td>
</tr>
<tr>
<td>Exp(−)</td>
<td>121.2</td>
<td>0</td>
<td>Exp(−)</td>
<td>102.2</td>
<td>0</td>
<td>Exp(−)</td>
<td>94.3</td>
<td>0</td>
<td>Exp(−)</td>
<td>109.0</td>
<td>0</td>
</tr>
</tbody>
</table>

* Median fluorescence intensity (MFI) values are based on an average of 12 individual assays. IRBC = infected red blood cells, (−) = no DNA control for individual species dilutions; Exp(−) = genomic DNA from an individual who has not traveled to a malaria-endemic region.
† Values correspond to reporter MFI associated with the *P. falciparum* (microsphere 78), *P. vivax* (microsphere 37), *P. malariae* (microsphere 30), and *P. ovale* (microsphere 14) classification microspheres.

**Table 2**

Correlation of *Plasmodium* species parasitemia with semi-quantitative ligation direction reaction–fluorescent microsphere assay fluorescence in combined dilution series controls

<table>
<thead>
<tr>
<th>Tube number†</th>
<th>Infected cells per μL</th>
<th>Fluorescent reading§</th>
</tr>
</thead>
<tbody>
<tr>
<td>1</td>
<td>50,000.0</td>
<td>13,232</td>
</tr>
<tr>
<td>2</td>
<td>500.0</td>
<td>10,951</td>
</tr>
<tr>
<td>3</td>
<td>250.0</td>
<td>10,095</td>
</tr>
<tr>
<td>4</td>
<td>125.0</td>
<td>7,561</td>
</tr>
<tr>
<td>5</td>
<td>62.5</td>
<td>6,492</td>
</tr>
<tr>
<td>6</td>
<td>31.3</td>
<td>3,871</td>
</tr>
<tr>
<td>7</td>
<td>15.6</td>
<td>2,787</td>
</tr>
<tr>
<td>8</td>
<td>7.8</td>
<td>2,055</td>
</tr>
<tr>
<td>9</td>
<td>5.0</td>
<td>1,419</td>
</tr>
<tr>
<td>10</td>
<td>2.5</td>
<td>843</td>
</tr>
<tr>
<td>11</td>
<td>0.0</td>
<td>135</td>
</tr>
</tbody>
</table>

* The investigator performing these diagnostic assays was blinded from the parasitemia of individual culture samples.
† Tube 2 was a 100-fold dilution of the starting 1% culture; Tubes 3–10 were 2-fold dilutions starting from Tube 2.
‡ Estimated parasitemia based upon an unsynchronized culture.
§ Fluorescent readings are median fluorescent intensities collected by the BioPlex array reader.

which no parasite culture was added (tube no. 11) was equivalent to the no DNA controls. Additional samples from a dilution series were estimated to contain 0.3–1.3 IRBCs/μL produced positive LDR-FMA fluorescent signals; samples containing no IRBCs were LDR-FMA negative.

We next performed LDR-FMA diagnosis on a series of *P. vivax*-infected blood samples (Sal I and Chesson strains) collected on 2–4 day intervals over a one-month period from a group of 11 *Aotus* monkeys (total sample number = 103). Results in Figure 3A show a highly positive relationship between blood smear microscopy and LDR-FMA fluorescent signals (Pearson’s r = 0.90, 95% confidence interval [CI] = 0.85–0.93, P < 0.0001, R² = 0.80); 20 PCR cycles. Because a number of studies have demonstrated close correlations between blood smear microscopy and semi-quantitative real-time PCR assay results, we further analyzed these same infected monkey blood samples to compare *P. vivax*-specific semi-quantitative analysis by LDR-FMA and real-time PCR. Results shown in Figure 3B show a strong correlation between blood smear microscopy and the cycle threshold values (Pearson’s r = −0.80, 95% CI = −0.86 to −0.71, P < 0.0001, R² = 0.63) (C; PCR cycle number at which detection of the *P. vivax*-specific amplicon was observed above background fluorescence for the sequence-specific Taqman probe). Furthermore, the correlation between semi-quantitative *P. vivax* LDR-FMA and real-time PCR diagnosis were strongest between LDR-FMA fluorescent values of 143 (log_10 = 2.16) to 5,900 (log_10 = 3.77) and real-time PCR C_t corresponding to 26.36–33.85 cycles (Pearson’s r = −0.91, 95% CI = −0.94 to −0.86, P < 0.0001, R² = 0.83). Results of triplicate experiments for 19 samples showed close agreement with the direct comparison between LDR-FMA and real-time PCR (replicate 1, Pearson’s r = −0.93, 95% CI = −0.97 to −0.82, P < 0.0001, R² = 0.86; replicate 2, Pearson’s r = −0.77, 95% CI = −0.90 to −0.50, P < 0.0001, R² = 0.60).

Finally, overall concordance among these assays was greater than 76% (microscopy versus LDR-FMA = 90.3%, microscopy versus real-time PCR = 76.7%, LDR-FMA versus real-time PCR = 84.5%). Further evaluation showed that discordance between assays occurred largely from diagnostic differences of 26 blood smear-negative samples. With 20 cycles of PCR, 17 of these samples were negative for *P. vivax* infection by LDR-FMA (9 were scored as *P. vivax* positive); 4 of the samples determined by microscopy and LDR-FMA as not infected were also *P. vivax* negative by real-time PCR (22 were scored as *P. vivax* positive). One sample with a parasitemia of 20 IRBCs/μL by microscopy was judged to be *P. vivax* negative by LDR-FMA; the real-time C_t for this sample was 34.31. Two samples with parasitemias of 150 IRBCs/μL and 7,000 IRBCs/μL by microscopy were *P. vivax* negative by real-time PCR; the LDR-FMA fluorescent readings for these samples were 2,526 (log_10 = 3.40) and 12,722 (log_10 = 4.10, respectively). The nine blood smear-negative samples were positive by LDR-FMA (range of reporter fluorescence = 146 [log_10 = 2.16] to 781 [log_10 = 2.89]) and real-time PCR (C_t values = 38.10–30.09). For 13 samples negative by blood smear and LDR-FMA but positive by real-time PCR, C_t values for the real-time PCR assay ranged from 38.43 to 33.67.

**DISCUSSION**

We have developed a multiplex assay for diagnosis of *P. falciparum*, *P. vivax*, *P. malariae*, and *P. ovale* in infected blood samples where detection of post-PCR/LDR products uses Luminex® FlexMAP™ probes. By introducing these microsphere-coupled probes that emit unique fluorescent classification signals, we have eliminated our earlier reliance on
we have taken make it possible to reduce the concentration of microsphere-labeled probes 20–50-fold without compromising diagnostic results. Based upon this effort to optimize detection of the *Plasmodium* species LDR products, and through the availability of pre-labeled FlexMAP™ anti-TAG probes, current cost to perform this LDR-FMA diagnostic assay is $0.30 per individual.

We have evaluated the specificity and sensitivity of this assay system through mixing experiments using all four human malaria parasite species. Because we previously observed that signal intensities of the LDR products varied consistently with species-specific parasitemia within individual samples,⁹ we were interested in evaluating the correlation between parasitemia determined by conventional microscopy and LDR-FMA reporter fluorescent signal intensities. Our overall results showed consistent semi-quantitative reduction in reporter fluorescence for three of the four human malaria parasite species-specific probes across a series of three-fold dilutions covering a range between 1 and 10,000 IRBCs/µL; analysis of *P. ovale* was limited by a starting parasitemia of 360 IRBCs/µL. These same results were obtained whether the diagnostic assay was configured to detect single or the full multiplex of *Plasmodium* species target products. Furthermore, in mixing experiments with decreasing *P. falciparum* and *P. malariae* DNA concentrations and increasing *P. vivax* and *P. ovale* DNA concentrations, we did not observe that high concentrations of one species caused false-positive signals from other species in low concentration or absent from the starting target mixture. Additionally, we did not observe that detection of minority parasite species was obscured when the DNA concentration of majority species was 100-fold higher. We anticipate that larger differences in DNA template concentrations may affect PCR efficiency of minority species. It may be possible to avoid this type of interference observed here and by others using real-time PCR strategies¹⁰ through further optimization of PCR and/or LDR primer concentrations. Alternatively, it may be necessary to compare assays based upon species- versus genus-specific PCR amplification strategies.²¹

Through analysis of infection levels in *in vitro* *P. falciparum* cultures and *P. vivax*-infected monkeys, we have performed additional comparisons of semi-quantitative assessment of IRBCs by conventional blood-smear microscopy, LDR-FMA, and real-time PCR. These studies showed highly significant correlations between microscopy and both LDR-FMA and real-time PCR. Despite variability in LDR-FMA fluorescent signal intensity, we also observed a highly significant correlation between LDR-FMA (reporter fluorescence range = 143–5,900) and real-time PCR (Ct range = 26.36–33.85). This comparative study identifies strengths and limitations of each diagnostic approach as follows.

The molecular analyses appeared to detect *P. vivax* infections beyond the limits of blood smear detection where LDR-FMA judged 9 and real-time PCR judged 22 microscopy-negative samples as infected. In regard to the nine blood smear–negative/LDR-FMA-positive diagnostics, four of these discordant results were collected from the same monkey, and microscopy-negative blood samples were flanked by microscopy-positive samples collected within three days; the remaining five discordant results occurred at the end of the observation period. Here it is important to recall that none of the monkeys were treated with anti-malarial drugs during the

![Figure 3](image-url)
study and therefore may have carried a parasitemia below the limit of microscopy. In regard to potential false-negative results from molecular diagnostic assays, it is of continuing importance to identify technical steps where sample processing might lead to discordance of this nature.

In comparing the two molecular strategies, real-time PCR methodologies allow for continuous evaluation of fluorescence signal detection associated with infection, while LDR-FMA diagnosis evaluates a single end-point. In this study, we chose to position the PCR endpoint to be consistent with a range of parasitemia that would cover the limits of detection by microscopy. By selecting an endpoint with a higher number of PCR cycles, we anticipated that comparable strong correlations would be observed between LDR-FMA and real-time PCR for samples with lower numbers of IRBCs. Determination of the level of sensitivity desired for malaria diagnosis will vary among different epidemiologic or antimalarial drug or vaccine studies.

Introduction of multiplex LDR-FMA for semi-quantitative assay for all four human Plasmodium species parasites occurs as a number of real-time PCR-based strategies are being described in the literature. Alternative approaches to multiplex real-time PCR-based diagnosis of the human malaria species infections detect amplified products through incorporation of SYBR Green dye or through hybridization of Taqman probes to internal sequences. Only one of these approaches using SYBR Green detection has demonstrated assessment of all four human Plasmodium parasite species in a single multiplex analysis. Perandini and others suggested that sequence polymorphism in the 18S rRNA gene prevented satisfactory development of a P. malariae-specific probe. This observation of molecular diversity within the 18S rRNA sequence among the human malaria parasite species poses a particular problem to Taqman-based real-time PCR diagnostic strategies that are limited to a maximum of four different fluorescent labels. Through the availability of up to 100 uniquely fluorescent FlexMAP™ microspheres (Luminex®) LDR-FMA does not face this limitation. This advantage of the LDR-FMA is of additional importance when designing probes to evaluate multiple allele systems associated with anti-malarial drug resistance and antigenic diversity.

In conclusion, we and others have recently reviewed the advantages and limitations of blood smear, antigen capture, and PCR methods for malaria diagnosis. The effort to develop molecular-based strategies for malaria diagnosis is driven by the widely acknowledged limited specificity and sensitivity of blood smear diagnosis, the ensuing challenges associated with accurate evaluation of infections that include low parasitemia and/or a mixture of species, and the shortage of expert microscopists. Development of our semi-quantitative LDR-FMA provides highly specific and sensitive malaria diagnosis and is likely to improve diagnosis of minority species in mixed-Plasmodium species infections. Furthermore, large-scale PCR-based sample evaluation is significantly more efficient and will reduce the burden on microscopists in large epidemiologic studies. It will be important to compare results from our newly developed assay with blood smear diagnosis conducted where infection by all four human malaria parasite species and mixed species infections are common such as Papua New Guinea. The LDR-FMA diagnostic assay will allow more thorough analyses of species-specific fluctuation of parasitemia in response to drug or vaccine treatment. This new diagnostic method will also enhance studies evaluating associations between infection prevalence and parasite levels with human genetic polymorphisms observed in PNG populations.

Received July 13, 2005. Accepted for publication August 29, 2005.

Acknowledgments: We thank Rajeev Mehlotra, Shannon Bruse, Jodi Thomson, JoAnn Sullivan, Kiet Dan Luc, and Hisashi Fujisaka for technical assistance and advice during the course of this study. We also thank Sherry Dunbar, Christopher L. King, Ingrid Felger, and Ivo Mueller for helpful comments and criticisms during the preparation of the manuscript.

Financial support: This study was supported by grants from the National Institutes of Health (NIH) (AI-46919 and AI-52312). Brian T. Grimberg and Jennifer Cole-Tobian received support from NIH grant AI-07024.

Authors’ addresses: David T. McNamara, Laurin J. Kasehagen, Brian T. Grimberg, Jennifer Cole-Tobian, and Peter A. Zimmerman, Center for Global Health and Diseases, Case Western Reserve University School of Medicine, Wolstein Research Building, 4-125, Cleveland, OH 44106-7286. William E. Collins, Division of Parasitic Diseases, National Center for Infectious Diseases, Centers for Disease Control and Prevention, 4770 Buford Highway, Atlanta, GA 30341.

Reprint requests: Peter A. Zimmerman, Center for Global Health and Diseases, Case Western Reserve University School of Medicine, Wolstein Research Building, 4-125, Cleveland, OH 44106-7286, Telephone: 216-368-0508, Fax: 216-368-4825, E-mail: paz@case.edu.

REFERENCES