Abstract. Malaria control can be improved by rapid, sensitive, low-cost detection of infection. Several such strategies are being pursued. Rapid diagnostic tests can detect infections at parasite densities above 200 μL\(^{-1}\). Polymerase chain reaction methods can detect low parasite densities, but are slow and prone to contamination under field conditions. Methods that detect hemozoin presence in blood have been proposed as alternatives for rapid detection of infection. In this study, we used a benchtop nuclear magnetic resonance (NMR) device to detect hemozoin. This device could be deployed in malaria-endemic settings. We measured synthetic hemozoin in phosphate-buffered saline and malaria parasites in human blood. The NMR detected hemozoin in suspensions of 4 ng μL\(^{-1}\) and parasites at densities of 8,000–10,000 μL\(^{-1}\) (0.2% parasitemia). Thus, our preliminary NMR approach, although providing very rapid measurements, is unlikely to achieve the required sensitivity and specificity for malaria diagnosis, unless a preliminary concentration step is performed.

Although a reduced incidence of malaria has been achieved in many regions through up scaled distribution of insecticide-treated bed nets and effective treatment with artemisinin combination therapies, malaria infection remains a major global health problem. A significant challenge in malaria case management is difficulty in obtaining a reliable diagnosis. In most endemic areas, light microscopic examination of blood films remains the only means of parasite detection but the availability of microscopy is variable. Rapid diagnostic tests (RDTs) represent an alternative, but they cannot detect low parasitemia, and storage of the kits at elevated temperatures may cause deterioration in their performance. Thus, presumptive treatment is often given based on clinical features alone.

In programs that aim for malaria elimination or eradication, mass drug administration is not currently considered feasible. Therefore, there is a need for high-throughput, ultrasensitive, on-site, same-day diagnosis to detect asymptomatic carriers. Well-equipped research sites may have polymerase chain reaction (PCR) facilities that could support large-scale screening but there are delays in obtaining the results. An alternative potential technique that could provide rapid results is measurement of parasite-produced hemozoin. For this purpose, a novel “magneto-optic technology test” (MOT-test) was developed and evaluated recently. This test can measure hemozoin concentrations in a blood sample down to 5 ng μL\(^{-1}\) or less. This corresponds to a hemozoin-containing parasite density of about 8,000–9,000 μL\(^{-1}\) and is above the detection limit of the RDT, thin blood film (200 μL\(^{-1}\)), thick blood film (5–50 μL\(^{-1}\)), and PCR (0.1–1 μL\(^{-1}\)). It is surprising that alternative established methods for magnetic measurements, especially nuclear magnetic resonance (NMR), have not yet been investigated for their potential to detect hemozoin. The aim of this study was, therefore, to investigate whether a benchtop NMR device could be used as a convenient, sensitive, and efficient diagnostic tool in a field setting.

Synthetic hemozoin was prepared using the method of Jaramillo with slight modifications. Fourier transform infrared spectroscopy and transmission electron microscopy confirmed the chemistry and morphology of hemozoin. \(\textit{Plasmodium falciparum}\) parasites were grown \textit{in vitro} using a modification of methods developed by Trager and Jensen. Sorbitol synchronization was used to narrow parasite stage distribution and measurements were conducted ~24 h after synchronization. Twofold dilutions of synthetic hemozoin in phosphate-buffered saline (PBS) were prepared. Similarly, 2-fold parasite dilution series were prepared in human red blood cells at 40% hematocrit. Samples of the dilutions (1 mL) were transferred into acid-washed, sterilized glass NMR tubes, cooled to 4°C, and measured within a few hours. The parasite samples were frozen and thawed three times after the first measurement to induce erythrocyte lysis. Thereafter, the samples were measured again in the lysed state. Proton relaxometry measurements were made on a Bruker mq-60 minispec (Bruker, Ettlingen, Germany) operating at 1.4 T. Samples were placed in an aluminum block within a water bath at 37.5°C for at least 15 minutes before relaxometry measurements. A Carl-Purcell-Meiboom-Gill (CPMG) spin echo sequence was used to measure T2 using 2000 echoes, an echo spacing (TE) of 1 ms, and a repetition time of 5 s. After the measurements, samples were acid digested and inductively coupled plasma atomic emission spectroscopy (ICP-AES) analysis was used to determine total iron concentration in the samples.

Figure 1 shows the detection of synthetic hemozoin material in PBS (pH 7.4). Reliable detection down to 4 ng μL\(^{-1}\) was possible similar to the previously published MOT-test. As a comparison: In a sample where all parasites have converted 50% of erythrocyte hemoglobin to hemozoin this concentration would correspond to 7,400 parasites/μL of blood or ~0.15% parasitemia if commonly used conversions are applied. (i.e., 8,000 white blood cells/μL of blood, 5 × 10\(^8\) red blood cells/μL of blood, and 3 × 10\(^7\) hemoglobin molecules/red blood cell).

Figure 2 shows the detection limit achieved when using parasitized cells in suspensions with normal, uninfected red blood cells. Because these samples were prepared for measurement 24 h after synchronization, the parasites were late trophozoites and schizonts. The ICP-AES analysis showed that the parasites had converted an average of ~25% hemoglobin to hemozoin at this stage. For intact parasitized cells (Figure 2; Panel A), the detection limit was ~15,000 parasites/μL of blood. After cell lysis (Panel B) the detection limit was 8,000–10,000 parasites/μL of blood, an improved value that may be caused by the better dispersion of the hemozoin in the sample after its release from the parasites.
This study shows that the detection limit of hemozoin using a 1.4 T 60 MHz NMR device that has potential field application is approximately equivalent to that produced by 10^7 Plasmodium-infected red blood cells. In a 1 mL blood sample as used in this study, this corresponds to a hemoglobin containing parasite density of 8,000–10,000 µL^{-1} (0.2% parasitemia). This is well above the limits of detection achieved with light microscopy, RDTs, and PCR methods.

Diagnostic techniques for malaria that rely solely on the detection of the total amount of hemozoin in blood samples have several limitations. First, vascular sequestration of hemozoin-containing late stages of Plasmodium falciparum efficiently removes these cells from the peripheral blood. Circulating parasite forms are relatively low in hemozoin and so diagnostic sensitivity is further impaired. The present methods deliberately used relatively late-stage, hemozoin-containing parasites but the sensitivity was still poor. Second, hemozoin detection on its own can only yield an indirect picture of infection status because hemozoin-containing...
leukocytes and free hemozoin may be present in peripheral blood of previously infected patients and may cause false positive results. Infection with schistosomes, which also generate hemozoin, could in theory lead to misdiagnosis, although this seems unlikely given the small amounts of hemozoin produced by *Schistosoma*. Third, *Plasmodium* speication is not possible using NMR or other methods that only detect hemozoin, because hemozoin production is not species-specific.

In this study, we have characterized the sensitivity of a benchtop NMR with a magnetic field strength of 1.4 T for the detection of hemozoin. The diagnostic sensitivity of this technique and others based on total hemozoin detection in blood samples is low compared with other established methods, including light microscopy. Other methods that exploit hemozoin presence for malaria diagnosis such as birefringence observation by polarized light, magnetic fractionation (MF) before light microscopy, laser flow cytometry (LFC), and laser desorption mass spectrometry (LDMS) have been shown to exhibit much higher sensitivities using less sample volume for detection of hemozoin containing parasites *in vitro* and in mouse models (by LDMS), hemozoin containing leukocytes (by LFC), and gametocytes (by MF).4-18

Received May 10, 2011. Accepted for publication July 30, 2011.

Authors’ addresses: Stephan Karl, Lucia Gutierrez, Michael J. House, and Tim G. St. Pierre, School of Physics, The University of Western Australia, Crawley, Australia, E-mails: Stephan.karl@physics.uwa.edu.au, lucia@cyllene.uwa.edu.au, mthouse@physics.uwa.edu.au, Timothy M. E. Davis, School of Medicine and Pharmacology, The University of Western Australia, Fremantle Hospital, Fremantle, WA, Australia, E-mail: tdavis@cyllene.uwa.edu.au.

REFERENCES