A Five-Country Evaluation of a Point-of-Care Circulating Cathodic Antigen Urine Assay for the Prevalence of *Schistosoma mansoni*


Schistosomiasis Consortium for Operational Research and Evaluation, University of Georgia, Athens, Georgia; Centre for Schistosomiasis and Parasitology, Laboratory of Parasitology and Ecology, University of Yaoundé I, Yaoundé, Cameroon; Unité de Formation et de Recherche Biosciences, Université de Cocody, Abidjan, Côte d’Ivoire; Aklilu Lemma Institute of Pathobiology, Addis Ababa University, Addis Ababa, Ethiopia; Centre for Global Health Research, Kenya Medical Research Institute, Kisumu, Kenya; Schistosomiasis Control Initiative at Vector Control Division of Ministry of Health, Uganda, Kampala; Department of Parasitology, Center of Infectious Diseases, Leiden University Medical Center, Leiden, The Netherlands; Department of Epidemiology and Biostatistics, College of Public Health, University of Georgia, Athens, Georgia

Abstract. We evaluated a commercial point-of-care circulating cathodic antigen (POC-CCA) test for assessing *Schistosoma mansoni* infection prevalence in areas at risk. Overall, 4,405 school-age children in Cameroon, Côte d’Ivoire, Ethiopia, Kenya, and Uganda provided urine for POC-CCA testing and stool for Kato-Katz assays. By latent class analysis, one POC-CCA test was more sensitive (86% versus 62%) but less specific (72% versus ~100%) than multiple Kato-Katz smears from one stool. However, only 1% of POC-CCA tests in a non-endemic area were false positives, suggesting the latent class analysis underestimated the POC-CCA specificity. Multivariable modeling estimated POC-CCA as significantly more sensitive than Kato-Katz at low infection intensities (<100 eggs/gram stool). By linear regression, 72% prevalence among 9–12 year olds by POC-CCA corresponded to 50% prevalence by Kato-Katz, whereas 46% POC-CCA prevalence corresponded to 10% Kato-Katz prevalence. We conclude that one urine POC-CCA test can replace Kato-Katz testing for community-level *S. mansoni* prevalence mapping.

INTRODUCTION

As part of its strategy for assigning treatment coverage in mass drug administration plans, such as Preventive Chemotherapy (PCT) programs, for control of morbidity caused by *Schistosoma mansoni* infection the World Health Organization (WHO) recommends using duplicate Kato-Katz thick smear examination (two slides of a single stool specimen) from school-age children to estimate local infection prevalence and to map areas for intervention.1–3 Community-wide PCT is recommended for areas classified as having high prevalence (>50%) by Kato-Katz in school-age children, whereas school-based PCT is recommended for communities having moderate prevalence according to the Kato-Katz technique (10–49%). It is recognized that the single stool Kato-Katz method is incompletely sensitive for detection of active *S. mansoni* infection in individual patients.4–6 However, barring laboratory error; it is considered essentially 100% specific. In areas of low prevalence (which have mostly low intensity infections), use of a less sensitive screening test can present a major barrier to efficient implementation of parasite control; the cost to obtain and process multiple daily stool specimens for testing and the need for painstaking microscopy can limit the scope and potential effectiveness of mass treatment programs.7,8 Furthermore, the logistical limitations of the test can restrict the ability of schistosomiasis mass drug administration (MDA) programs to be integrated with control and elimination programs for other neglected tropical diseases (NTDs).9,10 As a possible alternative, a point-of-care (POC) lateral flow cassette assay that diagnoses *S. mansoni* infection by detection of parasite circulating cathodic antigen (CCA)11–14 in patient urine is now commercially available.15–17 It has been evaluated for diagnostic accuracy in a number of single site studies performed in endemic locations, primarily in areas of high parasite prevalence and infection intensity.15–17 If shown to be generally reliable and effective, this assay could potentially replace traditional Kato-Katz stool examination for the mapping of areas at risk for intestinal schistosomiasis. Its potential benefits could include a substantial savings in time for specimen collection and specimen processing, with the results available within 20 minutes, and possibly direct savings in terms of the costs of testing and treatment delivery.7,9 An additional advantage is that urine specimens are less invasive to collect than feces and are already collected for detection of hematuria or *Schistosoma haematobium* eggs in areas of co-endemicity.

In 2010 the Schistosomiasis Consortium for Operational Research and Evaluation (SCORE; http://score.uga.edu/) funded investigators in five African countries (Cameroon, Côte d’Ivoire, Ethiopia, Kenya, Uganda) for a harmonized multi-center evaluation of this POC-CCA assay’s performance among school-age children in areas anticipated to have high, medium, or low prevalence and intensity of *S. mansoni* infection. Targeted study areas also included some areas with mixed *S. mansoni* and *S. haematobium* infection. For further comparison, school-age children were also tested from an area in Ethiopia that was endemic for soil-transmitted helminths (STHs), but believed to be non-endemic for *S. mansoni*. Thus far, three reports have been published on SCORE-supported results for individual country locations15–17; the current work summarizes the overall results of the multi-center POC-CCA diagnostic assay testing trial.

**POPULATIONS, MATERIALS, AND METHODS**

**Ethics statement on subject recruitment.** Ethical clearance for this study was obtained from the Human Subject’s Office of the University of Georgia, the National Ethics Committee of Cameroon (no. 084/CNE/DNM/09), the institutional research commission of the Swiss Tropical and Public Health Institute (Basel, Switzerland), the ethics committees of Basel (EKBB; reference no. 377/09), and of Côte d’Ivoire (reference no. 1993...
mates of model parameters were obtained using the EM algorithm to which each subject belonged. Maximum likelihood estimates, the likelihood of the relative sensitivities and specificities of Kato-Katz, POC-CCA, and Schistosoma-specific PCR. In LCA, the “true” disease status of each subject is treated as an unobserved binary latent variable, taking the value one if the subject is indeed infected with S. mansoni and zero if otherwise. In our adjusted estimates, the likelihood of S. mansoni infection was hypothesized to be a function of age, gender, and community to which each subject belonged. Maximum likelihood estimates of model parameters were obtained using the EM algorithm. (Note: The data from the area in Ethiopia thought to be non-endemic for S. mansoni were analyzed separately and were not included in any models and are not reported in the tables summarizing the five-country study.)

Logistic regression was used to assess the sensitivity of POC-CCA as a function of mean infection intensity. Standard linear regression was used to compare the prevalence estimated using a single POC-CCA urine test with that based on Kato-Katz testing of a single stool.

RESULTS

A total of 4,305 children from 63 schools in areas endemic for schistosomiasis in the five countries were tested (Table 1). The greatest proportion of participants (43%) was from Kenya. Cameroon contributed 17%, Côte d’Ivoire 14%, Ethiopia 14%, and Uganda 12% of the test subjects included in the final analysis of the study. As expected, except in Uganda, estimated S. mansoni infection prevalence based on positive egg detection in any of three daily Kato-Katz examinations was higher than that based on a Kato-Katz examination of only the first day’s stool (Table 1). In similar fashion, POC-CCA assays repeated on three consecutive daily urine specimens resulted in higher prevalence estimates of S. mansoni infection.

To show the range of infection prevalence measured in participating schools, Figure 1 presents the standard prevalence for each school tested, as determined by either a single Kato-Katz or a single POC-CCA test, in rank order of the 1-day Kato-Katz results. Participating study schools had a broad range of both prevalence and intensity of infection (Figure 1; Table 1). Most of the data for very low prevalence (< 10%) schools came from Kenya, but schools from other countries were also represented across a range of prevalence levels. In all but four of the 63 schools, prevalence based on a single POC-CCA was higher than that found by a single Kato-Katz examination, often considerably higher. The difference between estimates by POC-CCA and Kato-Katz was not consistent across all schools (Figure 1).

A comparison of the results of the first day’s POC-CCA with the first day’s Kato-Katz test result for each child, organized by country, indicates that there were differences in test performance among countries (Table 2). For example, in Uganda, 53% of POC-CCA-positive individuals were Kato-Katz negative, whereas this discordant outcome was seen in only 14% of children in Côte d’Ivoire. In an analysis combining all the results, 10.6% of children whose first stool was positive using Kato-Katz had their first POC-CCA test reported as negative, and 43% of children whose first stool was negative had a positive POC-CCA result on their first urine.

Table 1

<table>
<thead>
<tr>
<th>Country</th>
<th>No. schools tested</th>
<th>No. children tested</th>
<th>Overall prevalence by 1 Kato-Katz</th>
<th>Overall prevalence by 3 Kato-Katz</th>
<th>Overall prevalence by 1 POC-CCA</th>
<th>Overall prevalence by 3 POC-CCA</th>
<th>Median intensity of infections detected (EPG) [range]</th>
</tr>
</thead>
<tbody>
<tr>
<td>Cameroon</td>
<td>3</td>
<td>733</td>
<td>0.384</td>
<td>0.622</td>
<td>0.549</td>
<td>0.756</td>
<td>37 [46–590]</td>
</tr>
<tr>
<td>Côte d’Ivoire</td>
<td>4</td>
<td>607</td>
<td>0.479</td>
<td>0.455</td>
<td>0.577</td>
<td>0.565</td>
<td>103 [161–235]</td>
</tr>
<tr>
<td>Ethiopia</td>
<td>2</td>
<td>620</td>
<td>0.430</td>
<td>0.660</td>
<td>0.526</td>
<td>0.708</td>
<td>43 [69–153]</td>
</tr>
<tr>
<td>Kenya</td>
<td>49</td>
<td>1845</td>
<td>0.151</td>
<td>0.499</td>
<td>0.221</td>
<td>0.657</td>
<td>14 [2–366]</td>
</tr>
<tr>
<td>Uganda</td>
<td>5</td>
<td>500</td>
<td>0.250</td>
<td>0.626</td>
<td>0.250</td>
<td>0.388</td>
<td>35 [2–390]</td>
</tr>
<tr>
<td>Total or Overall</td>
<td>63</td>
<td>4305</td>
<td>0.289</td>
<td>0.552</td>
<td>0.289</td>
<td>0.388</td>
<td>35 [2–590]</td>
</tr>
</tbody>
</table>

*Children surveyed in each study country (left column). Center columns show observed prevalence of Schistosoma mansoni infection, as detected either in 1 or 3 daily stool specimens using standard Kato-Katz microscopy, or in 1 or 3 daily urine specimens using point-of-care assays for parasite circulating cathodic antigen (POC-CCA). The country-level median intensity of Kato-Katz-detected infections (in eggs per gram of feces, EPG) is indicated in the right-most column.
Kato-Katz), compared with 90.3% among the 248 children who had mixed infections (as determined by Kato-Katz positivity plus urine filtration positivity\textsuperscript{24} or hematuria detected by reagent strip testing [i.e., Hemastix]). Thus, mixed infection with both \textit{S. mansoni} and \textit{S. haematobium} did not alter the ability to detect \textit{S. mansoni} infection using the POC-CCA assay. Furthermore, in a control village in Ethiopia endemic for STHs but predicted and subsequently shown to be non-endemic for schistosomiasis, among 100 children tested, prevalence of at least one STH (by Kato-Katz stool examination) was 50%, whereas the prevalence of \textit{S. mansoni} by Kato-Katz was 0%, and by POC-CCA 1%, with only a single positive POC-CCA reading, which was recorded as “trace.” The children in this study were born and brought up in that area and had never traveled to areas endemic for schistosomiasis.

Specimens concordant or discordant for first day Kato-Katz and the first day POC-CCA outcomes were tested by PCR of the first day stool to assist with interpretation of discordant results. These results also contributed to estimates derived from LCA models. Of the 905 specimens tested by PCR, 18% were positive by both Kato-Katz and POC-CCA, 38% were negative by both methods, 2% were Kato-Katz positive but POC-CCA negative, and 42% were Kato-Katz negative but POC-CCA positive. Summarizing the detailed results shown in Table 3, 89% of the 176 stools positive for \textit{S. mansoni} eggs by Kato-Katz were also positive for \textit{Schistosoma} DNA by PCR. However, only 47% of the 539 children with positive POC-CCA urine assays were seen as stool-positive by PCR. By contrast, 86% of the 366 who were POC-CCA-negative were also negative by PCR (Table 3).

Assuming 100% specificity for a Kato-Katz test (i.e., any \textit{S. mansoni} egg visualization represents an infection), our LCA using data from all available POC-CCA, Kato-Katz and PCR first day assays (except those from the non-endemic area of Ethiopia) indicated that a single POC-CCA test was more sensitive for diagnosis of \textit{S. mansoni} infection than a single stool tested by Kato-Katz examination—86% versus

\begin{figure}
\centering
\includegraphics[width=\textwidth]{schistosoma_mansoni_prevalence.png}
\caption{Range and variation of \textit{Schistosoma mansoni} prevalence of infection in 63 participant schools. Dark bars indicate prevalence as determined by standard Kato-Katz microscopy of the first daily stool specimen; superimposed light bars indicate prevalence measured using concurrent point-of-care circulating cathodic antigen (POC-CCA) detection in the first urine specimen. Bars are arranged in order of ascending prevalence based on the Kato-Katz results.}
\end{figure}

<table>
<thead>
<tr>
<th>Test results group</th>
<th>PCR positive</th>
<th>PCR negative</th>
</tr>
</thead>
<tbody>
<tr>
<td>Kato-Katz and POC-CCA both positive</td>
<td>158</td>
<td>146 (92%)</td>
</tr>
<tr>
<td>Kato-Katz and POC-CCA both negative</td>
<td>348</td>
<td>42 (12%)</td>
</tr>
<tr>
<td>Kato-Katz positive, POC-CCA negative</td>
<td>18</td>
<td>11 (61%)</td>
</tr>
<tr>
<td>Kato-Katz negative, POC-CCA positive</td>
<td>381</td>
<td>105 (28%)</td>
</tr>
<tr>
<td>Total</td>
<td>905</td>
<td>318 (33%)</td>
</tr>
</tbody>
</table>

*All data are from the first day stool and urine specimen. Columns show positive and negative polymerase chain reaction (PCR) results for four subgroups defined by the subject’s Kato-Katz and point-of-care assays for parasite circulating cathodic antigen (POC-CCA) test results. Numbers in parentheses indicate row percentages.

\begin{table}
\centering
\begin{tabular}{lcccc}
\hline
\textbf{Test results group} & \textbf{Total} & \textbf{PCR positive} & \textbf{PCR negative} \\
\hline
Kato-Katz and POC-CCA both positive & 158 & 146 (92%) & 12 (8%) \\
Kato-Katz and POC-CCA both negative & 348 & 42 (12%) & 306 (88%) \\
Kato-Katz positive, POC-CCA negative & 18 & 11 (61%) & 7 (39%) \\
Kato-Katz negative, POC-CCA positive & 381 & 105 (28%) & 276 (72%) \\
Total & 905 & 318 (33%) & 633 (67%) \\
\hline
\end{tabular}
\caption{Results of PCR testing for \textit{Schistosoma} DNA in stool specimens performed on a subset of 905 Kenyan subjects*}
\end{table}

*Numbers in parentheses indicate column percentages for each 2 × 2 sub-table. POC-CCA = point-of-care assays for parasite circulating cathodic antigen.

**Table 3**

Results of PCR testing for \textit{Schistosoma} DNA in stool specimens performed on a subset of 905 Kenyan subjects*
The overall specificity of the POC-CCA test, as estimated by LCA, was 72%, compared with the assumed specificity of 100% for the Kato-Katz. There was, however, considerable variation among countries in the LCA-estimated sensitivity of the Kato-Katz and in the specificity and sensitivity of the POC-CCA, with Côte d’Ivoire experiencing the lowest POC-CCA test sensitivity (78%) with high specificity (92%), and Uganda having the lowest specificity for the POC-CCA (56%). Ethiopia had the highest estimated test specificity (92%) and sensitivity (94%) for POC-CCA.

By LCA, the estimated sensitivity and specificity for the PCR stool assays were 69% and 91%, respectively. Slight differences in the model outcomes for Kenya are seen if the LCA model is run with the specificities of both the Kato-Katz and the PCR set at 100%. In this case the Kenyan Kato-Katz sensitivity decreases from 44% to 38%, whereas the POC-CCA sensitivity decreases from 86% to 82% and the POC-CCA specificity increases from 70% to 72%. The sensitivity of the PCR remains the same at 69% under these conditions.

Figure 2 presents the results of our location-adjusted logistic modeling estimates of the sensitivity of a single POC-CCA or a single Kato-Katz, as a function of the intensity of S. mansoni infection, for each of the five country partners in the study and for all countries combined. The results imply that a Kato-Katz test of a single stool is consistently less sensitive for S. mansoni diagnosis at lower intensities of infection, whereas its sensitivity is 80% or greater at infection intensities above 100 eggs per gram of feces (EPG). When data from all countries were combined, the estimated POC-CCA sensitivity approached 80% as the infection intensity rose above 20 EPG. When analyzed individually, three of the five country test groups approached or exceeded 80% sensitivity at intensities of 10 EPG.

Figure 3 presents a comparison of individual school prevalence levels measured by single specimen Kato-Katz testing versus single-specimen POC-CCA testing. Based on a linear regression model, prevalence of 46% using POC-CCA corresponded to a prevalence of 10% using Kato-Katz, and a

### Table 4

<table>
<thead>
<tr>
<th>Assay</th>
<th>Criterion</th>
<th>Cameroon</th>
<th>Ethiopia</th>
<th>Côte d’Ivoire</th>
<th>Kenya</th>
<th>Uganda</th>
<th>Overall</th>
</tr>
</thead>
<tbody>
<tr>
<td>Kato-Katz</td>
<td>Sensitivity</td>
<td>64%</td>
<td>59%</td>
<td>77%</td>
<td>44%</td>
<td>61%</td>
<td>62%</td>
</tr>
<tr>
<td>POC-CCA</td>
<td>Sensitivity</td>
<td>87%</td>
<td>92%</td>
<td>78%</td>
<td>86%</td>
<td>89%</td>
<td>86%</td>
</tr>
<tr>
<td>POC-CCA</td>
<td>Specificity</td>
<td>74%</td>
<td>94%</td>
<td>92%</td>
<td>70%</td>
<td>56%</td>
<td>72%</td>
</tr>
<tr>
<td>PCR</td>
<td>Sensitivity</td>
<td>69%</td>
<td>91%</td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>PCR</td>
<td>Specificity</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
</tbody>
</table>

*Results are listed for each participating study country and for all countries combined.

POC-CCA = point-of-care assays for parasite circulating cathodic antigen; PCR = polymerase chain reaction.
Our analysis of a coordinated set of diagnostic test comparisons carried out in endemic settings in five African countries indicated that for diagnosis of *S. mansoni* on an individual and community basis, the POC-CCA urine test appears to be a more sensitive test than the Kato-Katz stool examination technique. The results for the combined country-level data are consistent with those reported earlier for POC-CCA testing in several individual study locations across different *S. mansoni* endemicity levels, some of which had mixed infections with *S. haematobium*.

Our results therefore corroborate with previous diagnostic studies using the now discontinued CCA dipstick test and address some of the issues by Stothard on how rapid diagnostic tests could improve control of schistosomiasis. The increased diagnostic sensitivity of the POC-CCA seen in our study was evident across a wide range of community prevalence levels (1–60% *S. mansoni* infection prevalence as determined by a single stool Kato-Katz screening). The increased sensitivity was particularly notable among schools having between 10% and 25% prevalence (Figure 3), where more of the infections were of light intensity. Testing one urine specimen by POC-CCA yielded a higher prevalence estimate than testing one stool by Kato-Katz in nearly all schools. Three of four schools in which Kato-Katz prevalence was higher than POC-CCA prevalence had very high *S. mansoni* prevalence of infection and high intensity of infection (arithmetic mean fecal egg counts: 116, 460, and 590 EPG), where sensitivity performance of Kato-Katz testing would be expected to be much better.

In general, the stool PCR testing results were in better agreement with Kato-Katz results than with the POC-CCA results. This may not be surprising, as Kato-Katz and PCR are likely to be similarly limited by the small amounts of stool actually tested, with the resulting potential for sampling errors. It is not yet clear how to interpret discordant results between POC-CCA and Kato-Katz. The majority of discordant results were POC-CCA positive and Kato-Katz negative, in large measure likely reflecting the incomplete sensitivity of the Kato-Katz technique. However, false positive POC-CCA results could occur because of urinary tract inflammation (hematuria or pyuria) or as a result of mislabeling of specimens or unobserved “specimen sharing” among study subjects, who were not observed during sample collection. In the absence of a diagnostic “gold” standard for *S. mansoni*, LCA modeling provides a sound statistical estimate of the performance characteristics of the diagnostic tests included in this study. The LCA suggests that the POC-CCA test can provide false positive results. However, the finding of only 1% POC-CCA positivity in an Ethiopian area non-endemic for *S. mansoni*, and prior evaluations of Kato-Katz performance characteristics, suggest that the POC-CCA is likely to be more specific than estimated by the LCA model. Assuming no reader error or quality control problems, the finding of several Kato-Katz positive/POC-CCA negative results indicates that POC-CCA testing can also yield false negative results. As several studies have found the POC-CCA to be erratic in detection of *S. haematobium* infections, we sought to determine if mixed infections of *S. haematobium* and *S. mansoni* in some way led to erratic detection of *S. mansoni* infections. Based on results from seven schools where children had mixed infections, the ability of the POC-CCA assay to detect *S. mansoni* in mixed infections was unimpeded.

In general, based on LCA modeling of the combined five country data, the POC-CCA test appeared to be more sensitive and less specific than Kato-Katz. Using a single urine specimen, POC-CCA specificity in the various countries ranged from 56% to 94%, with an estimated overall specificity of 72%. Although the Kato-Katz assay was considered in this study to be 100% specific, that could be an overestimate, if, for example, laboratory errors occur caused by contamination with residual eggs or reader/data entry errors. Such “small” errors could have disproportionately affected the specificity estimates (for all tests) as estimated by the LCA. SCORE is supporting other work to develop more sensitive and specific laboratory-based diagnostics, which will allow a more refined estimated of the diagnostic performance characteristics of the POC-CCA detection approach.

Our regression analysis suggests that separate estimates of school prevalence by Kato-Katz and by POC-CCA are significantly correlated (r = 0.63, P < 0.0001). This suggests that measured POC-CCA prevalence could be correlated with the prevalence cutoffs established by WHO for treatment allocation according to high, medium, or low prevalence in individual communities; however, we note that the test–test regression line does not pass through the origin. This is a combined result of the lower sensitivity of the Kato-Katz and the limited number of communities having “truly” minimal prevalence in our study. If our studies included a higher proportion of schools similar to the STH-endemic/*S. mansoni*-negative area we studied in Ethiopia, the regression intercept would have been lower and the curve less linear.

Test performance varied across the five countries. Some of this may be related to different average infection intensities in the different countries, however there may also be other sources of variation, such as the working threshold for calling a cassette reading as trace positive. Other research has shown an association between intensity of an individual’s *S. mansoni* infection (as expressed in EPG) and intensity of his or her CCA reaction in screening tests. Differences in intensity readings could be rectified by training or by changes in the cassette format, perhaps by use of a CCA standard or addition of a standardized “trace positive” comparison line.

It is important to emphasize that our test evaluation is based only on 63 schools in five countries where the surveys were conducted. Additional data from additional locations having very low prevalence and from more control areas not endemic for schistosomiasis would be helpful to further determine the usefulness of the POC-CCA in areas where the prevalence is expected to be from 1% to 15%, and the intensities of infection < 20 EPG. However, our data indicate that the POC-CCA could be a useful tool in medium-to-high prevalence areas that are presently working to control morbidity from *S. mansoni* infection, the first step of which is to do prevalence mapping to determine where and to what degree PCT should be implemented.

The use of the POC-CCA test for PCT decision-making will require the addition of POC-CCA-specific criteria to the WHO guidelines, which currently are based on cutoffs taken from Kato-Katz-based screening values (or urine filtration or
school-based questionnaires for *S. haematobium*). These WHO guidelines for MDA have set thresholds of < 10% (low prevalence), 10–50% (moderate prevalence), and > 50% (high prevalence) by single-stool Kato-Katz screening in 9- to 12-year-old children. Based on our findings, 10% prevalence by Kato-Katz would be equivalent to 46% prevalence by POC-CCA, whereas 50% prevalence by Kato-Katz would be equivalent to 72% by POC-CCA. In our study communities, based on current Kato-Katz-based WHO cutoff values, there are 26 schools categorized as low-prevalence, 33 as moderate, and 4 as high. Using our derived POC-CCA cutoffs based on Figure 3, the numbers of schools in the low, moderate, and high categories would be 25, 28, and 10, respectively. Thus, with Kato-Katz screening, prevalence in four schools would indicate the need for community-wide PCT, whereas with POC-CCA, 10 villages would require community-wide treatment. Although the increased number of communities requiring PCT based on POC-CCA mapping would increase the cost to a national program, over time, policy decision-making based on more accurate diagnosis should lead to more effective schistosomiasis control.

Several issues affect the potential for widespread adoption of POC-CCA testing for mapping of *S. mansoni* burden. Among the most important is cost. The POC-CCA cassettes used in these studies cost ~US$1.75 per cassette. Based on published and unpublished cost data from implementation of recent Schistosomiasis Control Initiative (SCI) and SCORE control programs, the running costs of doing Kato-Katz assays in screening surveys are now similar to this cost of buying and performing POC-CCA (Worrell, personal communication; Kabaterine, personal communication). In considering the use of POC-CCA for mapping *S. mansoni* in integrated NTD programs, the use of urine instead of stool for parasite mapping eliminates the ability to simultaneously test for the STHs. This needs to be considered, however may not be an actual impediment to use of the POC-CCA because STH mapping is often done on younger children, and PCT for the STHs is often done without prior mapping. Nevertheless, all programmatic impacts, such as the ease of performing the assays by teachers or village volunteers and transport costs, should be assessed before any recommendation for widespread adoption of POC-CCA.

An important next step will be to collect additional data on POC-CCA performance at other sites and compare the data from our sites with those from other regions. This should allow greater refinement of the cutoff values for decision-making related to PCT allocation. Efforts should also be made to improve POC-CCA read-outs and establish better consistency in performance among countries. Remaining questions include whether the intensity/density of a positive line on the cassette can be used as a correlate of *S. mansoni* infection intensity, whether the test can determine if a person has been cured after treatment, and whether the test works equally well for preschool-age children (Coulibaly, personal communication).

Based on the merged data from this five-country study, SCORE has recommended to WHO/NTD that the commercially produced, urine-based POC-CCA test for *S. mansoni* is sufficiently sensitive and specific that it can be used as a mapping tool for determining prevalence among school-age children and deciding PCT strategies. On 25 May 2012, World Health Assembly 65 endorsed a resolution that morbidity control of schistosomiasis should be continued and enhanced, and in addition, that elimination—that is, the interruption of transmission—should be pursued wherever possible. This is a major leap forward in the thinking in regard to public health as related to schistosomiasis. The data in this study would indicate that the POC-CCA assay will not be sufficiently specific and sensitive at very low levels of egg output to support the “end-game” of elimination, but that it can contribute greatly to the identification of endemic locations, thereby providing the disease mapping needed to properly plan strategies for gaining and sustaining control, with the ultimate objective of moving toward total elimination.

Received October 15, 2012. Accepted for publication December 3, 2012. Published online January 21, 2013.

Acknowledgments: We acknowledge all the laboratory and field staff in each of the collaborating countries, as well as their colleagues who formed the SCORE POC-CCA teams and the valuable cooperation of the district education and health bureaus, school directors and teachers, parents/guardians and participating school children. In addition, Eric Brienlen performed the PCR assays, Shiyao Wang and Chunla He assisted with statistical analyses, and Tammy Andros provided critical editorial and citation assistance.

Financial support: This study received financial support from the University of Georgia Research Foundation, Inc., which was funded by the Bill & Melinda Gates Foundation for the SCORE project. The funders had no role in study design, data collection and analysis, decision to publish, or preparation of the manuscript.

Authors’ addresses: Daniel G. Colley, Center for Tropical and Emerging Global Diseases and the Department of Microbiology, University of Georgia, Athens, GA, E-mail: dcolley@uga.edu. Sue Binder, Sue Binder Consulting, Atlanta, GA, E-mail: schnider@bellsouth.net. Carl Campbell, Center for Tropical and Emerging Global Diseases, University of Georgia, Athens, GA, E-mail: ccamp@uga.edu. Charles H. King, Center for Global Health and Diseases, Case Western Reserve University School of Medicine, Cleveland, OH, E-mail: chk@cwr.edu. Louis-Arbert Tchum Tchuente, Centre for Schistosomiasis and Parasitology, Laboratory of Parasitology and Ecology, University of Yaoundé I, Yaoundé, Cameroon, E-mail: tchuemtchuente@schisto.com. Eliézer K. N’Goran, Laboratoire de Zoologie Biologique Animale, Unité de Recherche et de Formation Biosciences, Université de Cocody, Abidjan, Côte d’Ivoire, E-mail: eliezerngoran@yahoo.fr. Berhanu Erko, Aklulu Lemma Institute of Pathobiology, Addis Ababa University, Addis Ababa, Ethiopia, E-mail: berhanue@yahoo.com. Diana M. S. Karanja, Kenya Medical Research Institute, Center for Global Health Research, Kisumu, Kenya, E-mail: dkaranja@kemri.or.ke. Narcis B. Kabaterine, Schistosomiasis Control Initiative (SCI), based at Vector Control Division of Ministry of Health Uganda, Kampala, E-mail: vcmdeps@iol.co.ug. Lisaette van Lieshout, Leiden University Medical Center, Department of Parasitology (zone P4-P), Leiden, The Netherlands, E-mail: ivanlieshout@lumc.nl. Stephen Rathbun, Department of Epidemiology and Biostatistics, University of Georgia, Athens, GA, E-mail: ratbun@uga.edu.

REFERENCES


